The bond strength between veneering ceramic and zirconia framework is the weakest link in the layered structure. To investigate the shear bond strength (SBS) of veneering ceramics to zirconia, four types of zirconia ceramics (Zirkonzahn, Cercon, Lava, DCZirkon) were selected. For each zirconia system, 30 disk specimens were layered with IPS e.max Ceram, Vita VM9, and a manufacturerrecommended veneering ceramic. SBS test was conducted, and fracture surface analysis was also performed to determine the failure modes. One-way ANOVA, two-way ANOVA, and Tukey's HSD tests were used to analyze the data. On shear bond strength between zirconia and their recommended veneering ceramics, statistically significant differences were observed among the different zirconia systems (p<0.001). DC-Zirkon exhibited the highest SBS value (40.49±8.43 MPa), followed by Lava (27.11±2.72 MPa), Zirkonzahn (24.46±3.72 MPa), and Cercon (20.19±5.12 MPa). On shear bond strength to IPS e.max Ceram and Vita VM9, significantly lower values (p<0.001) were observed for these veneering ceramics than their recommended veneering ceramics for DC-Zirkon and Lava. For Zirkonzahn and Cercon, similar SBS values were observed for all kinds of veneering ceramics (p>0.05). In conclusion, the bonding of manufacturer-recommended veneering ceramic to the zirconia framework differed according to zirconia type.
INTRODUCTION
Despite the success of metal-ceramic restorations in terms of strength and fracture resistance, the increased interest for improved esthetics has prompted researchers to investigate various new materials and techniques 1) . In the last 10 years, core-veneered allceramic restorations have gained popularity among patients and clinicians 2) . This is chiefly because allceramic bilayered crowns have a potential to be more esthetically appealing than metal-ceramic restorations 3) . Moreover, when the high strength of ceramic cores is combined with the superior esthetics of weaker veneering ceramics, reliable and more biocompatible restorations are attained 4) . Presently, numerous materials are available as allceramic core materials: leucite-reinforced ceramics, glass-infiltrated ceramics, lithium disilicate, alumina, and zirconia 5) . Amongst which, zirconia offers many unique qualities to render it as the core material of choice for fixed partial dentures (FPDs): high strength, transformation toughening mechanism, white appearance, chemical and structural stability 6) . For these reasons, zirconia core material is strong enough to produce long-span, posterior, all-ceramic FPDs.
To achieve optimal esthetics, zirconia frameworks are veneered with a ceramic material. Then, adding veneer ceramics in layers provides the definitive restoration with individual optical characteristics 7) . While veneering zirconia frameworks with ceramics has been a boon to boost the esthetic appeal, the coreveneer interface is a bane as it contributes to ceramic chipping/cracking 8) , being one of the weakest aspects of zirconia-based restorations.
To compound matters further, there remains a lack of thorough understanding on the zirconia-veneering ceramic relationship as not many clinical studies have been devoted to exploring the longevity of veneered zirconia FPDs 9) . On the complication rates of veneered zirconia restorations, veneer chipping reportedly accounted for 15% in 24 months 10) , 13% in 36 months 11) , and 25% in 31 months 12) . It is also noteworthy that the failure rate of veneer chipping in veneered zirconia restorations was significantly higher than those of metal-ceramic systems, namely 0.4% for single-tooth metal-ceramic restorations 13) and 2.9% for FPDs after 36 months 14) . These cohesive fractures chiefly stemmed from the inadequate mechanical properties of the veneering ceramics.
In metal-ceramic systems, excessive stresses that arise from coefficient of thermal expansion (CTE) mismatch may be compensated to some extent by plastic or elastic deformation of the metallic framework 15) . However, unlike metals, the zirconia framework has a higher rigidity and this feature causes more destructive stress to be formed in the veneer layer of zirconia-based restorations.
Against this background, the strength of the veneering ceramic is a crucial parameter for long-term clinical success 16) . For metal-ceramics, it has been suggested by Craig and Powers 17) that an adequate bond occurs when the fracture stress is greater than 25 MPa. However, for all-ceramic restorations, no suggestions have been put forth with regard to the adequate bond strength. In some studies, the shear bond strength (SBS) between metal alloys and porcelain has been found to range between 61.40 and 96.80 MPa [18] [19] [20] . For core-veneered all-ceramic restorations, previous investigations indicated that the core-veneer bond strength ranged between 16 MPa and 42 MPa 2, [21] [22] [23] . With all-ceramic dental prostheses, their clinical success and reliability hinges on the mechanical integrity and adhesion strength of the interface between the veneering ceramic and the ceramic core. As for the cause of veneering ceramics delaminating from the zirconia cores, multiple factors are involved. These factors are namely: CTE mismatch between core and ceramic, firing shrinkage of ceramic, poor wetting by veneering on core, and undesired heating and cooling rates 24) . To achieve strong adhesion, the veneering ceramic is generally fused to the core at high temperatures. However, fusion can introduce significant residual stresses in both layers if CTE matching is not satisfied 25, 26) . In a study by Guazzato et al. 27) , it was found that CTE mismatch resulted in a region of high stress above the ceramic-core interface and became more pronounced at higher CTE mismatch between the core and the veneering ceramic. Consequently, a crack initiated and propagated in the vicinity of the interface in the veneering ceramic. This phenomenon indicates that zirconia has a relatively lower CTE than most other ceramic materials. Against this background, special veneer ceramics that have lower or same CTE as zirconia have been developed by manufacturers to minimize this unfavorable complication of veneer chipping/cracking 21) . The purpose of this study was to investigate and compare the bond strengths of commercial zirconia framework materials with their manufacturerrecommended veneering ceramics against other commercially available veneering ceramic materials. This study was carried out using SBS test as well as fracture surface analysis to microscopically characterize the failure modes. The null hypothesis tested was that the bond strength between zirconia and its manufacturer-recommended veneering ceramic will be higher than other commercially available veneering ceramics which can be used for zirconia frameworks.
MATERIALS AND METHODS

Preparation of zirconia core specimens
Four types of zirconia-based ceramics were selected for this study: Zirkonzahn (Steger, Ahrntal, Italy), Cercon (DeguDent, Hanau, Germany), Lava (3M ESPE, Seefeld, Germany), and DC-Zirkon (DCS Dental AG, Allschwil, Switzerland). With each zirconia system, 30 disk-shaped specimens of 7 mm diameter and 3 mm height were fabricated.
For Zirkonzahn, Cercon, and Lava, pre-sintered zirconium oxide blocks were milled according to the manufacturers' instructions. Then, they were cleaned, dried, and sintered according to the suggested firing schedules (Table 1 ). For DC-Zirkon, fully sintered zirconium oxide blocks were milled according to the manufacturer's instructions.
The bonding surfaces of zirconia core specimens were polished consecutively with 600-, 800-, and 1200-grit silicon carbide papers (English Abrasives, London, England) under water-cooling on a polishing machine (Phoenix Beta Grinder/Polisher, Buehler, Germany) to obtain standardized surface roughness. Then, airborne particle abrasion was applied on the bonding surfaces with 120-µm aluminum oxide (Al2O3) particles for 15 seconds at 3.5 bar pressure and at 10-mm distance from the surface. Finally, the disk specimens were both ultrasonically cleaned in 96% isopropyl alcohol for 3 minutes and steam-cleaned for 10 seconds. 
Preparation of core-veneer specimens
For each zirconia system, the disk specimens were divided into three subgroups of 10 specimens each according to the type of veneering ceramic used. Ten specimens of each zirconia system were veneered with their manufacturer-recommended veneering ceramic (Ice Keramik, Cercon Ceram, Lava Ceram, or Triceram), and the remaining specimens equally divided for two types of commercial veneering ceramics which can be used for any zirconia framework (IPS e.max Ceram and Vita VM9) ( Table 2) . Using a specially-designed, separable stainless steel mold, a prepared zirconia disk specimen was placed in the mold where clearance of 5 mm diameter and 3 mm height was available above the core material for condensing the veneer ceramic. The veneering procedure was performed using the manual layering technique. First, the liner material, which was a single, thin, continuous layer supplied by the manufacturers, was applied and fired independently according to the manufacturer's instructions (Table 3) . After firing the liner, the veneering porcelain powder was mixed with the manufacturer-supplied condensing liquid and condensed using the vibration blotting technique. The obtained slurry was blotted with tissue to eliminate excess water and then condensed into the mold.
The prepared core-veneer disks were fired in a programmable vacuum porcelain furnace (Vita Vacumat 4000 Premium T, Vita Zahnfabrik, Bad Säckingen, Germany) according to the firing programs provided by the manufacturers (Table 3 ). Owing to firing shrinkage, the exact diameter of the veneer layer of the specimens was measured with a micro-measuring device (Mitutoyo Digimatic Caliper, Mitutoyo Corp., Kawasaki, Japan) before SBS testing. The minimum reading value of the caliper was set at ±0.001 mm.
Shear bond strength (SBS) test
By means of an acrylic resin (Meliodent, Heraeus Kulzer GmbH, Hanau, Germany), each specimen was embedded at the center of a metal ring holder, 13 mm in height and 15 mm in diameter, with the core-veneer interface positioned at the top level of the holder. All specimens were stored in distilled water at 37ºC for 24 hours before testing.
After 24-hour water storage, these metal holders were mounted in a universal testing machine (Model 3345, Instron Corp., Norwood, MA, USA). Specimens Table 3 Firing schedules of the veneering ceramics according to manufacturers were tightened and stabilized to ensure that the 1-mmthick edge of the shearing device was in contact with the core surface and was positioned as close as possible to the veneer-core interface (Fig. 1) . Shear load was applied at a crosshead speed of 1 mm/min until fracture occurred. The ultimate load to failure was recorded in Newton (N). As for the average shear bond strength (MPa), it was calculated by dividing the load (N) at which failure occurred by the bonding area (mm 2 ) as follows:
Shear stress (MPa) = Load (N) / Area (mm 2 ); where Area = (�×d 2 ) / 4 (mm 2 ); where d = exact diameter of the bonding surface
As for the mean failure load and standard deviation for each group, they were calculated from these data.
Fracture surface analysis
The fractured surfaces were visually analyzed with a dental operating microscope (OPMI pico, Carl Zeiss, Essen, Germany; ×25 magnification) to determine the failure modes of specimens.
Failure modes were classified as follows: cohesive fracture within the veneer, adhesive fracture between the core and veneer, or a combination of both.
Statistical analysis
One-way analysis of variance (ANOVA) was used to test the differences in SBS between zirconia ceramics and their manufacturer-recommended veneering ceramics.
Multiple comparisons among zirconia materials which were bonded to their recommended veneering ceramics were made with Tukey's HSD (Honestly Significant Difference) test. Furthermore, one-way ANOVA was used to test the differences in SBS among all the veneering ceramics within each zirconia group and to compare the SBS of the recommended ceramic against the other commercially available veneering ceramics. Two-way ANOVA was used to analyze the effects of zirconia, veneering ceramic, and their interaction on SBS. An alpha level of 0.05 was used for all statistical analyses, which were performed using a statistical software (SPSS ver 10.0, SPSS Inc., Chicago, IL, USA). Table 4 Mean shear bond strength values and standard deviations (SD) in MPa (n=10), and failure modes in percentage (%) 5), one-way ANOVA revealed significant differences among the zirconia groups (p<0.001). Further, Tukey's HSD test showed that there were significant differences between DC-Zirkon and the other zirconia materials (p<0.001) ( Table 6 ), and that the highest mean SBS was recorded for DC-Zirkon bonded to TriCeram. For all the three types of veneering ceramics within each zirconia group, their SBS differences were analyzed with one-way ANOVA. Within Zirkonzahn and Cercon groups, there were no significant differences in mean SBS among the three veneering ceramic subgroups (p>0.05) ( Tables 7 and 8) . However, the analysis data for Lava and DC-Zirkon were different from those of Zirkonzahn and Cercon. Within Lava group, there were significant differences in mean SBS among the three veneering ceramics (p<0.001) ( Table  9 ). In particular, Lava Ceram exhibited a significantly higher SBS value than IPS e.max Ceram and Vita
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Within DC-Zirkon group, there were also significant differences in mean SBS among the veneering ceramics (p<0.001) (Table 10 ). In particular, TriCeram exhibited a significantly higher SBS than IPS e.max Ceram and Vita VM9. Table 11 summarizes the statistical analysis results on the effects of zirconia, veneering ceramic, and their interaction on SBS.
Two-way ANOVA revealed that the factors of zirconia (p<0.001) and veneering ceramic (p<0.01), and their interaction (p<0.001), had a significant effect on SBS. 
Fracture modes
DISCUSSION
Based on the results obtained, the proposed hypothesis was accepted for two zirconia ceramics, DC-Zirkon and Lava. They showed higher bond strength with their recommended veneering ceramics, as compared to IPS e.max Ceram and Vita VM9. On the other hand, Cercon and Zirkonzahn did not show any significant differences in bond strength among the three types of veneering ceramics; hence the proposed hypothesis was rejected for these two zirconia ceramics.
Effect of core-veneer bond strength on delamination and fracture patterns
When pitted against metal-ceramic bonding, zirconiaveneer bond strength is comparatively lower [18] [19] [20] . Indeed, SBS values obtained in the present study ranged between 18.66 and 40.49 MPa, which were similar to previous studies 2, [21] [22] [23] . Nonetheless, in previous studies on the chipping and delamination of veneering ceramics from zirconia frameworks, these occurrences were not solely nor directly associated with weak core-veneer bond strength 10) . In a study that focused on the fractographic analysis of fractured ceramic FPDs 5) , it was found that crack propagation in zirconia-based FPDs was different from that in lithia-disilicate-based FPDs, whereby the crack propagated immediately in the latter. Although the core layer was tougher than the veneer, the crack did not arrest or deviate out of the original propagation plane once crack propagation began in the veneer. As for the fracture in zirconia-based FPDs, which also initiated from the veneer, it behaved differently from that in lithia-disilicate-based FPDs because it stopped at the interface. Owing to the weaker interfacial adhesion and the greater fracture toughness of zirconia, the crack stopped, turned and propagated along the interface.
It was thus found that interfacial delamination in veneer-zirconia ceramic structures controlled the fracture initiation sites and failure stresses of the zirconia core. In addition, the design Table 10 One-way ANOVA results on the shear bond strength values of DC-Zirkon with all the veneering ceramics and dimension of the connectors as well as the span size of FPDs can be key factors in causing fractures at lower occlusal loads but due to high fracture stresses 5) . Adhesive failure does not occur in the presence of a good bond between compatible ceramic core and veneering materials 23) . In the present study, specimens of all the test groups revealed adhesive and combined failures between the zirconia cores and their veneering ceramics, but no incidence of cohesive failure within the veneer (Table 4 ). In particular for Vita VM9, Zirkonzahn, Cercon and DC-Zirkon groups applied with this veneering ceramic showed 100% combined failures. It could thus be concluded that zirconia type was not a decisive factor in the fracture pattern, since Vita VM9 veneer ceramic resulted in combined failures with three types of zirconia materials.
Effect of bond strength test method on bond strength values
The core-veneer bond strength of all-ceramic systems has been assessed using different bond strength test methods. In a study that employed the microtensile bond strength (MTBS) test method 2) , an intriguingly low MTBS at 29.1±13. 2, 21) . Indeed, when SBS test was used by Al-Dohan et al. 23) to investigate the bond strength of DC-Zirkon ceramic core to Vita D veneer, an SBS value of 27.90±4.79 MPa was obtained, which was comparable to that obtained in the present investigation (31.51±8.15 MPa).
Effects of zirconia core and veneering ceramic materials on bond strength
Apart from bond strength test method, differences in bond strength values could also be attributed to the type of veneering ceramic used with the zirconia framework. In a study by Aboushelib et al. 22) , Cercon Ceram Express (press-on veneering ceramic) exhibited a bond strength value of 37.9±5.1 MPa with the Cercon framework, which was higher than the 20.18±5.12 MPa obtained in this study for Cercon Ceram (layering veneer ceramic). Hence, a key reason for this difference in bond strength lay in the use of press-on veneering ceramic versus the layering veneer ceramic.
Gleaning from the results of both published literature and the present study, it seemed to indicate that core-veneer bond strength is sensitive to a multitude of interacting variables. One of the affecting variables is the type of veneering ceramic used, which has been found to influence both the bond strength and the esthetic outcome 7) . Another affecting variable is the type of zirconia core material. In the present study, the bond strengths of DC-Zirkon and Lava with their manufacturer-recommended veneering ceramics, TricCeram and Lava Ceram respectively, were higher than with IPS e.max Ceram and Vita VM9. A twofold reason accounted for these differences in bond strength values. On one hand, it was due to the different structural characteristics of the veneering ceramics tested -in terms of composition, strength, CTE, or firing shrinkage. On the other hand, the different surface characteristics of the zirconia core materialsin terms of grain size, shape, composition, density, and hardness -also affected the bond strength value of the final structure 22) . Further on the influence of the type of zirconia material on core-veneer bond strength, it is noteworthy that for the DC-Zirkon system, fully sintered HIP zirconia blocks were milled. This meant increases in both the mechanical properties and bonding performance, which then led to the highest SBS values exhibited by DC-Zirkon with TriCeram and Vita VM9 at 40.49±8.43 MPa and 31.51±8.15 MPa respectively. On the other hand, for Zirkonzahn, Cercon, and Lava systems, presintered non-HIP zirconia blocks were milled and then sintered.
Therefore in a sharp contrast, Vita VM9 veneering ceramic applied to Lava exhibited the lowest bond strength at 18.66±2.73 MPa.
As for Zirkonzahn and Cercon, the SBS values obtained with their recommended veneering ceramics were in the same range as those of commercially available veneering ceramics. Hence, if Zirkonzahn and Cercon were the preferred core materials for the framework, they may be applied with either their manufacturer-recommended veneering ceramics or other commercially available veneering ceramics. However, if DC-Zirkon and Lava were the preferred core materials, it is highly expedient that they can be used with their recommended veneering ceramics for reduced chipping or delamination risk and enhanced clinical success.
Effects of test method and test protocol on bond strength
To date, diverse test methodologies have been used to assess core-veneer bond strength, ranging from shear bond strength (SBS) test, microtensile bond strength (MTBS) test, to three-and four-point loading tests and biaxial flexural strength test. Each test method has its suite of advantages and disadvantages 2) . For the SBS test, it is defined as a test in which two materials are connected via an adhesive agent and loaded in shear until separation occurs 17) . Bond strength is calculated by dividing the maximum applied force by the bonded cross-sectional area. SBS tests have been widely used primarily because of its relative simplicity of use, as compared to MTBS tests 28) . Other advantages of the SBS test method include ease of specimen preparation, clear test protocol, and rapid production of test results 29) . Despite the seemingly many advantages as given above, some critical aspects must be taken into account when using an in vitro method to estimate the clinical performance of materials. First, in vitro information cannot be used as a direct, straightforward prediction for the clinical situation. Secondly, large variations exist in in vitro test results 29) . In the case of the SBS test method, a concerted effort must be made to standardize the test method so as to improve the clinical usefulness of this in vitro test. Further, other important aspects that must be considered during an SBS test include storage conditions, type of specimen used and the preparation method, rate of load application, cross-sectional surface area, and the researcher's experience. To the end of resolving some of these issues, the International Organization for Standardization established parameters and guiding principles on shear bond strength measurement in 1994 30) .
In the present study, all the test specimens were stored in distilled water at 37°C for 24 hours before testing. The effects of thermal cycling and long-term storage on bond strength were not evaluated in this study, and this could be considered as a limitation. Although long-term storage is important in the simulation of clinical conditions, bond strength results of short-term in vitro tests may provide substantial and helpful leverage for evaluation of clinical conditions. On this premise, the results of this study would be beneficial for the comparison of different veneering materials and zirconia ceramics in future researches, which should then include evaluation using the thermal cycling method.
